CARBON  BY COLOR
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First. When the drillings to be tested and the standard drillings have been taken from the raw cast steel that has never been reheated and is always allowed to cool slowly from the molten state; i.e., without any quenching.* . Second. Where the operator is furnished the steel and can anneal it to the last degree of softness, avoiding the temperature range most favorable to the formation of graphitic carbon (see Annealing of Steel). Then drill such samples to uniform thickness and compare them with a standard prepared in exactly the same manner. This second scheme is the most accurate of all color methods. For the identification of the perfectly annealed condition, see Annealing.
Further, it is essential in color work that the standard shall be within 10 per cent of the carbon content of the sample to be tested. The nearer the carbon of the standard is to that of the test, the better; especially is this true of unannealed steel.
Method. Dissolve 100 mgs. of sample in 4 c.c. of 1.20 nitric acid. Use a test tube 152 mm. by 15 to 16 mm. diameter. Insist that the dealer supply test tubes that keep within the same diameter. If one test tube is wide and its mate narrow, the wide one will permit more of the free acid to escape than the narrow one, causing variation in the color. Do not set the tubes deep in the boiling water, as it will cause iron to dry on the sides, and, when this is redissolved by shaking the hot acid solution the brown basic nitrate of iron will go into solution, causing another variation of color.f The fewer tests dissolved at one time the better, as some parts of the bath will be hotter than others, causing more loss of acid from the tubes in the hotter location. In forty minutes all of the flakes of carbon are usually dissolved on a water bath. These baths are designed especially for this work, and contain racks to hold thirty-six tubes. These racks have false bottoms perforated with many small holes. This arrangement permits the tubes to be
* Quenching can be safely done provided the test piece is first cooled to a black heat in an entirely dark closet.
t Some laboratories use glass marbles that rest on the top of the test tubes during the boiling to reduce the evaporation of the acid.